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Influence of Examiner Experience and Gender 
on Interrater Reliability of KT- 1000 
Arthrometer Measurements 

Background and Purpose. Measurements of the integrity qf knee ligaments 
are used to rliagtzose injzsn'es as well us to document [he state ofrecoz~c~ry. 
Many fuctor~, such as gender and experience of the e.x~iminer, are capable of 
injlzwncing the reliability of such measurements. i%e purpose ofthis stu~!v was 
to determine the effects on interrater reliability qf measurements obtained using 
the KT-1000 urthrometer oJ'expe7irncq gender, and lcg fested. Subjects. Two 
exprienced examiners ( 1  male, 1 ,fL.male) and two inexperienced examiners ( I  
male, 1 femalc) tested 22 suhject.~ with unilateral anterior cruciate ligament 
(ACL) palhology. Methods. The leg with a n  ACL injzrq and the uninjured leg 
qfeach sl~bject were c~zjalzluted hy al1,four examiners within orze test session 
using 67-N, 8.9-N, maximum manual, and active anterior drau~er tests. 
Results. Greater anterior displacement z~alues ulerr,found in the legs with ACL 
injury than irz the uninjured legs. Reliahilit-11 estimatq as assessed by iiztracluss 
correlutio~l coefficients (2.k) and measurement error (SEMI, suggest that thera- 
pist expc~rierzce ma.v be u more important factor influencing reliability than 
gender. Conclusion and Discussion Given the magnitude of the errors oh- 
tained for tests routinely conducted in the clinic using the KT-1000 urthrom- 
e t q  rue I- cornm mend that repeated measurements should he taken by the same 
c.xaminers ulhe~zez~erpo.s.siblt,. [BallunQne BT, French AK, Heimsoth SL, cJt al. 
Injluencc. of examiner experience and gender on inteirater reliability qf KT- 
1000 arthrometer measure7rzent.s. Phys n e r .  1995; 75:898-906.1 
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The most commonly uscd devices 
available to assess ligament integrity 
are designed to assess the cn~ciate 
ligaments hecause thcy are accessible 
for testing and because they are ini- 
port:lnt in maintaining knee stability. 
Several manual tests are also available 
to cleterniine whether the anterior 
cruciate ligament (ACL) has been 
injured.' Of these, only the Lachman's 
test has been investigated for reliability 
and ~didity.2 Results suggested rel:l- 
tively poor reliability within and be- 

tween examiners and questionable 
validity for predicting the presence of 
an ACL injury. 

More recently, testing of knee liga- 
ment integrity with devices such as the 
KT-1000 arthrometer* has gained in- 
creasing popularity. The most com- 
mon uses of these clevices have been 
(1) to confiml the presence of c~vciate 
ligament clisruption, (2) to docunlent 
the degree and type of injury, and (3)  
to evaluate the success of treatment, 

"Kl-1000 Knee L i ~ ~ ~ n c n t  Al.lhron>rrrr. MEDrnetric Corp, 7542 Tr;~cle St, Sari I)iego, CA 92121 
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both surgical and therapeutic. For 
example, if during the course of reha- 
bilitation following knee ligament 
reconstruction periodic testing re- 
vealed a progressive increase in laxity, 
a nlore conservative treatment ap- 
proach or bracing may I>e inclicated. 
Conversely, if anterior displacement of 
the involved knee remained substan- 
tially less than that of the normal 
knee, a more aggressive regimen of 
mobilization ancl exercise could be 
initiated. This kind of clinical decision 
making req~~ires  reproducible, quanti- 
fied data about cruciate ligament in- 
tegrity or laxity. 
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t!se of the KT-1000 arthrometer for 
tliscrilninating injured from uninjured 
knees has been clocumented by nu- 
merous  investigator^.+^ Ilaniel and 
colleagues-' tested 338 subjects without 
ACL injuries and 89 subjects with 
arthroscopically confirmed i~nilateral 
ACL deficiency. Comparing measures 
of absolute anterior tibial displacement 
with an applied force of 89 N (20 Ib) 
through the KT-1000, the authors 
reported means of 5.7 and 13.0 mm of 
tibial translation for uninjured and 
ACL-deficient knees. They also re- 
j~c~rted that 96941 of the subjects with 
unilateral ,4CL deficiencies had an 
anterior displacement difference of 
greater than 2 mm between their in- 
jured and uninjured knees. Ninety-two 
percent of subjects without ACL inju- 
ries had a difference of 2 mm or less? 
Using the same 2-mm side-to-side 
diference in the 89-N test as a basis 
for diagnosis, Sherman et a15 correctly 
detected 90% to 95941 of ACL-deficient 
knees when the posterior cruciate 
ligament ~was intact. Steiner et alwif- 
ferentiatecl 80% to 9094 of subjects 
without ACL injuries from those with 
ACL deficiency using 89-N and 133-N 
(30-Ib) anterior forces. 

Bach et a17 have suggested that the 
maximum manual test is superior to 
the 89-N test force in discriminating 
between a normal knee and a knee 
with an ACL tear. Diagnostic criteria 
established by these investigators 
require a difference between knees of 
3 mm or more and 10 mm or more of 
absolute anterior displacement on the 
involved sidc. Based on a sample of 
401 subjects, sensitivity of this test was 
reported to be 99??.7 

To be clinically usefill, reliability of 
arthrometer measurements should be 
established. Intrarater reliability studies 
have been completed with the KT- 
1000 arthrometer, but all have been 
done on knees without any pathology. 
Highgenboten et al" compared three 
knee laxity measuring devices, the test 
being completed by an experienced 
examiner on 30 subjects with no re- 
ported knee pathology. Three trials 
were performed on each knee using 
all three devices, and the process was 
subsequently repeated. The intraclass 
correlation coefficient (ICC) (version 
unreported) between the two testing 
sessions was .87 when using an 89-N 
anterior displacement force. The inter- 
trial reliability across the three trials 
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within a testing session h;~d an ICC of 
.97." 

Wrolde et all0 investigated the in- 
trarater reliability of one experienced 
examiner using only the KT-1000 
arthrometer. The examiner conducted 
three test sessions per day for 6 con- 
secutive days on six subjects with no 
reported knee injury. Each test con- 
sisted of three trials using 89-N and 
134-N anterior forces. Using an analy- 
sis of variance (ANOVA), they found 
differences in measurements taken on 
different days for a given knee, but 
right-to-left differences did not change 
across days. l 0  Torzilli et all studied 
the intrarater reliability of a single 
trained physical therapist using the 
KT-1000 arthrometer and the Genu- 
com systemt on 20 male subjects with 
no reported knee pathology. Tests 
were repeated on the same day and 1 
week later. The investigators found no 
difference between measurements 
taken on the 2 diferent test days. 
Therefore, they concluded that the 
KT-1000 was intrarater reliable within 
the limitations of the study.l1 

Research on interater reliability of 
knee arthrometer testlng is limited to 
only two studies. Hanten and Pace" 
studied intrarater and interrater reli- 
ability for exper~enced exam~ners 
using the KT-1000 arthrometer in 43 
asymptomatic male athletes. Two 67-N 
anterior force measurements were 
taken on the right knee only, with the 
arthrometer removed between the two 
measurements. The authors reported 
an ICC (2,k) value of .92 for intrarater 
reliability using the KT-1000 arthrom- 
eter. The first anterior measurement 
from the initial examiner was also 
compared with a second experienced 
examiner's single anterior measure- 
ment. An ICC (2,1) value of .92 was 
obtained for these comparisons.l~ 

The only study of interrater reliability 
on a clinically relevant population (ie, 
using knees with pathology) was 
reported by Forster et al,'"ho used 
the KT-1000 arthrometer on 4 subjects 
with no known knee injuries and 6 
other subjects with ACL injuries. Ex- 
aminers were two experienced and 
two inexperienced persons who were 



instnlcted according to the manufac- 
turer's specifications. The first exam- 
iner tested the right leg and then the 
left leg of each subject using 67-N (15 
Ib) and 89-N anterior forces. These 
tests were followed by the second, 
third, and fourth examiners consecu- 
tively testing all 10 subjects. The pro- 
cess was then repeated. Based on 
frequency tallies for various magni- 
tudes of displacements measured, the 
authors questioned the reliability of  
the arthrometer because there was 
great variability among all measure- 
ments regardless of experience. ' 5  

The literature relative to the intrarater 
reliability of the KT-1000 arthrometer 
suggests that meascrrements are reli- 
able when one examiner collects 
them. All studies, however, have been 
done on knees without pathology. 
One d only two studies that have 
addressed interrater reliability demon- 
strated good results but did not in- 
clude subjects with knee pathologies. 
The other study included only six 
knees with ACL injuries, and the au- 
thors questioned whether one examin- 
er's results for a single subject could 
be compared with the results of an- 
other examiner. Given the protracted 
course of treatment for most ACL 
injuries, the possibility that a patient 
might be discharged from the care of 
one practitioner to the care of another 
seems likely. Additional studies that 
establish intertester reliability are es- 
sential, therefore, if testing of a knee 
or multiple knees by a nurnlxr of 
practitioners is to be credible. Further, 
the factors that influence reproducibil- 
ity of these measurements, such as 
gender and examiner experience, 
need to be identified so that we can 
determine how much of a change in 
anterior tibia1 displacement must be 
measured before we can conclude that 
a real change has occurred. Therefore, 
we designed this study to further in- 
vestigate the effects on interrater reli- 
ability of ~neasure~nents obtained 
using the KT-1000 arthrometer of 
experience, gender of tester, and leg 
tested (with versus without ACL 
injury). 

- 
Table 1 . ZIesct-iptive Stutistics,for 
Subjects With Anterior Cruciate Ligament 
DtIficient m e e s  (N= 22) 

- 
Subjects X Range 

Male (n= 1 4) 

Age (Y) 33.3 14-48 

Height (ina) 69.3 60.0-72.5 

Weight (Ibh) 184 130-260 

Female (n-8) 

Age (Y) 29.9 15-41 

Height (in) 64.9 61.8-70 

Weight (Ib) 140 1 29-1 60 

" I ~ n - L  54 cm. 

"1 ll>=0.4536 kg 

80 patients over a period of a year and 
a half. The two inexperienced examin- 
ers were physical therapist students 
with no previous experience with the 
KT-1000 arthrometer. The novices 
were matched, by generally less than 
109'0, by gender, height, and weight 
with the experienced examiners. 
Training of the novices replicated the 
initial training of the experienced 
examiners by mimicking their original 
1-hour training in-service that con- 
sisted of reading the manufacturer's 
training manual,I5 observing the tech- 
nique performed by one of the experi- 
enced therapists, and practicing on 
asymptomatic subjects for three or 
four trials while under supervision of 
one of the experienced ther~pists. 

Procedure 
Method and Materials 

subjects 

Tests were performed on 22 si~bjecrs 
with unilateral ACL injury. Subjects 
were selected from patient records at 
the Iowa Medical Clinic (IMC) in Ce- 
dar Rapids, Iowa. Descriptive charac- 
teristics for the subjects are sumxna- 
rized in Table 1. All subjects signed a 
consent form aher the test procedure 
was thoroughly explained. 

Subjects had unilateral knee pathology 
confirmed by previous arthroscopy or 
by usual clinical evaluation by their 
physician. The subjects had no re- 
ported history of ACL pathology in 
their uninvolved knees. There was no 
involvement of the posterior cruciate 
ligament, as deterinined l y  a negative 
posterior sag test that was adminis- 
tered prior to each test session.14 

Examiners 

Four examiners, two experienced and 
two inexperienced, participated in this 
study. The two experienced examiners 
were physical therapists from IMC 
with prior training and clinical experi- 
ence with the KT-1000 arthrometer. 
The female experienced examiner 
reported using the KT-1000 arthrom- 
eter on more than 120 patients, and 
the ~nale experienced examiner re- 
ported using the device on Inore than 

Each subject was arbitrarily assigned 
to a testing area (a booth) to which a 
data recorder had been assigned. Each 
booth contained a KT-1000 arthrom- 
eter (Figure), which remained in that 
booth to be used by the four examin- 
ers. The arthrometers were not cali- 
brated for two reasons: (1) The user's 
manual states that "barring component 
failure the force level audio indicators 
and the displacement gauge will re- 
main within calibration throughout the 
instrument's lifetime,"I5 and ( 2 )  all 
displacements for each subject were 
collected using the same arthrometer. 
The examiners were randomly as- 
signed to each testing area to mini- 
mize an ordering effect. lJpon entering 
the testing area, the examiner pre- 
sented the recorder with a data- 
collection form. The knee on which 
testing was begun was randomly de- 
termined l>y drawing a card specifying 
left or right. This procedure elin~inated 
bias, which might result from always 
testing the Injured or uninjured leg 
first. 

Each subject was instructed to lie 
supine on the table with the knees 
flexed 90 degrees. Completion of the 
posterior sag test ensured an intact 
posterior cruciate ligament, while also 
allowing for determination of the 
neutral position of the knee.5 This 
neutral position has not been defined 
in the literature, but is the position in 
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Figure. A rthrometer used to meuszrre anterior-posterior laxity of the knee. A= forc~.- 
sensing handle. B=patellur sensor pad C= tibia1 tubercle sensor pad, D= Velcro@ strap, 
E= arthrometer case, F= displacement dial indicator, G= thigh suppo?.t. and H= foot 
stpporl. I-- a constutzt pressure of 20 to 3 0  N is applied to the patellar sensor pud to 
b e p  it in ~conta~t with t/~epatella, 2-posterior,force is applied, .$-atzterior force is 
applied. (Reprinted with permission,from Daniel DM, Malcolm LI.. Losse G, et al. Zn- 
.slnrme?zted rneusurenzents qf anterior laxity qf the knee. J Bone Joint Surg [Am]. 
I9<5'5:67: 720- 7.26.) 

which neither a posterior nor anterior 
displacement of the tibia on the femur 
exists. Measurements in this and other 
studies need to estat~lish a "zeron"r 
neutral position from which displace- 
ments are quantified. Procedures pro- 
vided by the manufacturerI5 specified 
that the examiner locate the support 
provided with the arthrometer under 
the subject's thighs to reposition the 
knees between 20 and 35 degrees of 
flexion. The lateral (external) aspect of 
the foot rested against a foot-support 
platform: and heel placement was 
noted to be symmetrical on the plat- 
form scale. The function of the foot- 
support platform was to partially con- 
strain lateral rotation of the tibia and 
to ensure symmetrical initial tibial 
rotation. ,4 loose-fitting circumferential 
velcroB3 strap around the thighs pre- 
vented excessive lateral rotation at the 
hip.15 

The knee joint line was palpated and 
marked both medially (internally) and 
laterally with removable adhesive 
strips to allow proper alignment of the 
arthrometer. At the end of each test 
session, the examiner removed these 
strips and rubbed the area to obscure 
any residual markings that may have 
influenced subsequent examiners. 
Knee angle measurements were then 
taken with a goniometer to ensure that 
knee flexion was within the appropri- 
ate range (ie, 20"-35'). 

The arthrometer was placed on the 
anterior aspect of the leg aligning the 
medial and lateral arrows on the ar- 
thrometer with the joint lines marked 
on the subject. The two circurnferen- 
tial Velcro@* straps on the arthrom- 
eter's case were secured with the 
distal strap being loosely applied and 
then the proximal strap being secured 
tightly. The arthrometer had two sen- 

*Velcro LiS.4 lnc, 406 Brown Ave,  PO Box 5218, Manchester, NH 03108. 

Physical Therapy /Volume 75, Number 10 / October 1995 

sor pads, a proximal one In contact 
with the patella and a distal one over 
the tibial tubercle. These sensorb mon- 
itored the relative anterior-posterior 
(MI)  motion between the tibial plateau 
and the femur. Because AP forces 
were applied through the patellar 
sensor pad, tightness of the proximal 
strap was important. 

Anterior and posterior tibial displace- 
ment loads were applied through the 
force-sensing handle. Tibia1 displace- 
ment (in millimeters) was indicated by 
a dial needle on the arthrometer case 
and was visually interpreted by each 
tester to the nearest 0.25 mrn during 
the application of the load. The ar- 
thrometer remained on a leg until the 
testing by one examiner was 
completed. 

To begin the data collection, the ex- 
aminer applied a downward pressure 
on the patellar sensor pad until no 
further deflection of the dial needle 
was noted. This pressure was then 
held constant throughout the test to 
sustain the patella within the trochlear 
groove. Initial zeroing of the machine 
was done by applying an 89-N poste- 
rior force through the force-sensing 
handle. The examiner then released 
the posterior force and adjusted the 
dial needle to zero. 

The examiner applied an anterior 
force by pulling slowly and smoothly 
on the force-sensing handle until two 
consecutive audible tones indicated 
the 67-N and 89-N anterior forces had 
been reached. Three trials of each 
measurement were completed. These 
trials were followed by three trials of a 
manual maximum anterior drawer test 
in which the examiners placed their 
free hand just distal to the joint line on 
the posterior surface of the leg and 
applied a maximum anteriorly directed 
force. The greatest excursion of the 
dial needle was noted by the cxam- 
iner and recorded by the recorder. 
Testing concluded with three active 
drawer trials in which the subject was 
instructed to "gently raise your heel 
slightly off the table." The excursion of 
the dial needle was again recorded for 
each trial, and the subject was in- 
structed to relax hetween trials. Fol- 



- 
Table 2. Dzffercvzces in illearr Displacements (in Millimeters), Znlmclass Correlatio~z Coeficients ( I C a  and Stundard Errois 
cjfMrasz~rement (.T/W)jor Bperienced and Inex])erie?lced illale and Fernale Examiners,for lrariotu Loads,Ji~r Injz~rrd and 
lJn injured Knee.? 

Anterior Drawer Test 

67 N 89 N Maximum Manual Active 

Injured Uninjured Injured Uninjured Injured Uninjured Injured Uninjured 
Examiners Knees Knees Knees Knees Knees Knees Knees Knees 

Experienced male 

Experienced female 

Difference 

ICC 

SEM 

lnexperienced male 

lnexperienced female 

Difference 

ICC 

SEM 

lowing each trial, the arthrometer was 
rezeroed using a posterior 67-N force 
with the dial returning to zero ( 2  1 
mm). At this time, the arthrometer was 
removed and placed on the contralat- 
era1 leg, and the testing procedure was 
repeated. No confemng or sharing of 
data was done between examiners at 
any time. All tests on one subject were 
completed in one session by each of 
the two examiners. one experienced 
and one inexperienced. 

Data Analysis 

Intraclass correlation coefficients 
(2,k)'"ere calculated to describe the 
degree of interrater agreement for 
each of the measurements taken in 
this study. The formula used was 
chosen because ratings from each 
examiner represented the mean of 
three trials for each measurement. 

In addition, standard errors of niea- 
surement (SEMs)17 were calculated for 
all data to aid in the interpretation of 
our reliability coefficients. The SEM is 
an estimate of the magnitude of the 
error associated with obtaining a mea- 
surement and reflects the range of 

scores that can be expected when 
measurements are repeated. The SEM 
was calculated for all data using the 
formula: 

where SD is the standard deviation of 
the set of observed test scores, and r 
is the reliability coefficient for that 
data. All procedures were performed 
using SAS sofhvares on The University 
of Iowa's (Iowa City, Iowa) mainframe 
computer. 

The values of anterior displacement 
obtained in this study (Tab. 2) were 
expected, given the variation in level 
of force applied and the differences in 
involved-uninvolved extremities. Spe- 
cifically, the higher loads applied by 
the examiners produced greater dis- 
placements. In addition, anterior dis- 
placement values for the injured leg 
were always greater than for the unin- 
jured leg. The ICCs and SEMs are also 
shown in Table 2, reflecting the influ- 
ence of gender of the tester on the 
reliability of measurements taken from 

injured and uninjured knees. The ICCs 
for measurements taken by male and 
female therapists with comparable 
levels of experience ranged from .77 
to .88. Meas~lrement errors ranged 
from 0.7 to 1.5 mrn. The errors in the 
67-N and 89-N tests did not exceed 1 
rnm for either the injured or uninjured 
leg. The data presented in Table 3 
reflect the influence of therapist expe- 
rience rather than gender. On average, 
these reliability coefficients are slightly 
lower than those in Table 2, suggest- 
ing that therapist experience may be a 
more important factor influencing 
reliability than gender. 

Results of the analyses for data using 
between-leg difference values are 
presented in Tables 4 and 5. In Table 
4, reliability coefficients are presented 
that indicate the influence of gender, 
whereas the results in Table 5 reveal 
the influence of therapist experience. 
The ICCs in Talde 4 range from .(a to 
84, and SEMs range from 0.8 mm in 
the 67 N and 89 N tests to 1.3 mm in 
the rnaxim~~m manual and active ante- 
rior drawer tests. In Table 5, ICCs 
range from .12 to .78, and measure- 
ment errors range from 1 mm to 2.2 
mn. 

%AS Inbutute Inc, PO Box 8000, CAT, NC 27511 

56 / 902 Physical Therapy / Volume 75, Number 10 / October 1995 



- 
Table 3. D(feret1ces in hlean Displucements ( in Millimeters), Intraclass COI-relution C'o<ficierzts (KC),  and Standard Errom qf 
Measurement (SEM) for Male and Female L;xaminen,for Various Loads,for Injured and Urzinjured Knees 

Anterior Drawer Test 

67 N 89 N Maximum Manual Active 

Injured Uninjured Injured Uninjured Injured Uninjured Injured Uninjured 
Examiners Knees Knees Knees Knees Knees Knees Knees Knees 

- 

Male dlfferencea 1.1 -0.1 0.8 -0.2 0.2 -0.3 0 . 1  -0.9 

ICC .67 .79 .74 .78 .72 .81 .82 .83 

SEM 1.1 0.9 1.1 0.9 1 .8 1 .O 1.5 0.9 

Female dlfferencea 0.8 -0.1 0.7 0.0 0.7 -0.5 -0.1 -1.4 

ICC .75 .80 .82 .80 .83 .75 .80 .73 

SEM 1.1 0.8 1.1 0.8 1.3 1 .O 1.3 1.1 

" Berwccn experienced ancl inexperienced therapists 

Discussion 

That greater loads produced greater 
anterior displacement was an ex- 
pected finding and held true across all 
examiners. The 89-N load is the most 
con~monly applied for testing of liga- 
ment integrityt13 and provides a "stan- 
dard" to which the other values can 
be compared. The anterior displace- 
ment values for 89-N loading obtained 
in our sti~dy (Tab. 2) compare favor- 
ably with those reported for injured 
and uninjured knees (injured knees/ 

uninjured knees) by Daniel et a13 
(13/5.7), Sherman et ali (12.1/6.2), 
Steiner et a16 (7.8/3.9), Forster et all" 
(8.3/5.3), and Staubli and JakobIH 
(ll.9/6.2) and with results when only 
un~njured knees were tested by High- 
genboten et al" (4.6) and Wroble et 
all0 (7.1). The higher values found in 
some of the studies by orthopedic 
surgeons may reflect the severity of 
injury in their samples or the acute 
stage of the injury, or a combination 
of the two factors. The general compa- 
rability across all studies for a stan- 

dardized load indicates that the same 
test was being perfomled. 

Because height, weight, strength, and 
hand size of the examiner are all pos- 
sible factors contributing to the ac t~~a l  
displacement values obtained, we 
anticipated that therapist gender 
would influence the variability of test 
results, particularly for the maximum 
manual anterior dciwer test. Based on 
the ICCs reported in Tables 2 and 4, 
however, arthrometer measurements 
obtained by therapists of similar expe- 
rience show moderate to good reliabil- 
ity for all tests regardless of gender. - These results are in general agreement 
with those reported by Hanten and 

Table 4. Analy.sis qfMean Differences (ill Millimeter.7) Hetwec~n Inpired and Unirz- pace,l2 who declared the KT-1000 
jlrred Legs, Intrnc1a.s~ Correlation Coeflcients (ICCI, and Standard Errors ofMeasz~re- artl,rometer to be reliable, 
~nerzt (SEMI for Experienced and Inexperienced Male and Female Exumirzen,for Vari- 
ous Loud C:ontlitions Although our estimates are lower, the 

difference can be explained by the fact 

Anterior Drawer Test 

Examiners 
Maximum 

67 N 89 N Manual Active 

Experienced male 

Experienced female 

Difference 

ICC 

SEM 

lnexperienced male 

lnexperienced female 

Difference 

ICC 

SEM 

that the findings of Hanten ;~nd  PaceI2 
were based on the testing of 43 male 
college athletes without knee injuries, 
whereas our study investigated male 
and female subjects with unilateral 
ACL injury. 

In contrast, interrater reliability was 
reduced considerably when therapists 
were not matched for experience 
(Tabs. 3 and 5). These findings are 
consistent with the interrater reliability 
results reported by Forster et a l , l h h o  
tested knees without injuries com- 
pared with knees with ACL injuries. 
Those investigators found that variable 
displacement values were obtained by 
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- ever, still provides useful information 
about the range of acceptable scores. 

Table 5. Analysis of'Mean Diference.~ (in Millimeters) Between Injured and Unitz- 
lured Legs, Intraclass Correlation Coeficients (ICC), and St~tndavd Errors qf'Measure- 
meat (SM), fbr Male and Female &czminer.s ji)r Various Lmd Conditions Reliability in using the KT-1000 ar- 

thrometer may be influenced by nu- 
merous confounding factors. Lack of 

Anterior Drawer Test muscle relaxation has often been cited 
Maximum as a factor increasing inaccurrt- 

Examiners 67 N 89 N Manual Active cv~s,s.~,~o,~2-1.i.~~l,Lo mrko]f et api re- 

ported that active muscle tension can 

Male differencea 1.2 1 .O 0.5 0.8 increase stiffness two to four times the 
ICC .12 .30 .55 

SEM 1.8 1.7 2.2 

Female differencea 0.9 0.7 1.2 

ICC .69 .77 .78 

SEM 1 .O 1 .O 1.2 

.52 normal value and thus decrease knee 

.4 laxity by 25% to 50%. In our study, 

I .3 
muscle guarding was monitored by 
the examiners during the testing pro- 

.54 
cedure. If the arthro~neter hiled to 

1.7 rezero, indicating that muscle guarding 

" Between experienced anti inexperienced therapists. 

two experienced and two less experi- 
enced examiners. They concluded, 
therefore, that interrater reliability was 
poor when using the KT-1000 ar- 
thrometer. Their conclusions, how- 
ever, were based on percentage of 
agreement among examiners rather 
than inferential statistics. 

For assessing reliability with respect to 
changes in individual patients, a more 
meaningful estimate of the magnitude 
of the error associated with taking a 
measurement is the SEM. An advan- 
tage of the SEM is that values are 
expressed in the units of the measure- 
ment rather than as a ratio. Knowing 
the magnitude of the error allows us 
to estimate the range of values that 
can be expected on retesting. For 
example, if a clinician obtains a value 
of 6 mm of anterior displacement on 
the 89-N test and the SEM is 1.5 m n ,  
then there is a 95% chance that the 
patient's "true" score lies within 2 2  
SEM, or between 3 and 9 mm (ie, *3 
nm). A measurement taken on the 
same patient by a different therapist 
would represent a clinically meaning- 
ful change only if the second score fell 
outside the range of scores estimated 
from the first measurement. In this 
example, a fairly large difference is 
required. 

Measurement errors of ? 1.6 mm for 
tests conducted by the same examiner 
in asy~nptomatic subjects have been 
reported by Wroble et al.1° The results 

of our study indicate that a measure- 
ment error of ?2 mm (Tab. 2, worst- 
case SEM= 1 mm) is required for 67-N 
and 89-N tests in ACL-deficient knees 
when the measurements are vdken by 
two examiners of comparable experi- 
ence (both inexperienced or both 
experienced). Maximum ~nanual and 
active drawer tests require a measure- 
ment error of &3 mm (worst-case 
SEM=l.5 rnm) under these conditions. 
When considering between-leg difer- 
encc values (Tab. 41, 67-N and 89-N 
tests require a measurement error of 
21.8 mm (SEM=0.9 mm), whereas 
maximum manual and active drawer 
tests require a measurement error of 
k2.6 mm. 

Somewhat larger differences are re- 
quired to be considered mean~ngful if 
single-leg measurements are taken by 
two examiners of vastly different expe- 
rience (Tab. 3, k2.2 inm for 67-N and 
89-N tests, 23.6 mm for maximum 
manual tests). Similar results were 
found when consider~ng hetween-leg 
difference values. When therapists are 
not matched for experience (Tab. 51, 
tile conservative ranges are k3.6 mm 
for 67-N and 89-N tests and 54.4 mm 
for maximum manual and active 
drawer tests. These results serve to 
illustrate the importance of the SEM in 
interpreting ICCs with this kind of 
measurement. Because the error of the 
measurement was greater when thera- 
pist experience differed, the reliability 
coefficients suffered. The SEM, how- 

was occurring, the subject was then 
encouraged to relax. If necessary, the 
examiner gently oscillated the knee to 
promote muscle relaxation, allowing 
the dial to rezero. 

Proper identification of the tibial- 
femoral joint line is also an important 
component of the testing procedure. 
Failure to properly identi& the joint 
line or misalignment of the arthrom- 
eter by 10 mm can alter measurements 
by 15% to 20Vi1.'~ In our study, the 
examiners minimized this effect by 
palpating and marking the joint line 
before testing began. 

Maintaining contact between the flat 
patellar sensor pad and the rounded 
surface of the patella is awkward and 
may influence  measurement^.^^'^ An- 
other difficulty with the testing proto- 
col is that a constant stabilization pres- 
sure must be maintained throughout 
the test so the patella remains fixed 
within the trochlear groo~e.S.~J3J~ Thv 
manufacturer of the KT-1000 arthrom- 
eter states that if constant pressure on 
the patella is not maintained through- 
out the test, a 1- to 2-mm displace- 
ment error may result.l5 Our protocol 
required the arthrometer needle to 
return to within -C1 mm following 
each application of force, thus ensur- 
ing maintenance of constant pressure 
on the patella. 

The KT-1000 arthrometer minimally 
constrains lateral rotation of the tibia 
while allowing free medial r ~ t a t i o n . ~ , ~ ~  
Medial rotation of the tibia accoinpa- 
nies anterior di~placement.~~ If the 

58 / 904 I-'hysical Therapy / Volume 75, Number 10 / October 1995 






	Vol 75_No 10-898_Page_1.tif
	Vol 75_No 10-898_Page_2.tif
	Vol 75_No 10-898_Page_3.tif
	Vol 75_No 10-898_Page_4.tif
	Vol 75_No 10-898_Page_5.tif
	Vol 75_No 10-898_Page_6.tif
	Vol 75_No 10-898_Page_7.tif
	Vol 75_No 10-898_Page_8.tif
	Vol 75_No 10-898_Page_9.tif

